Programmable shunt radiography.
This article discusses a programmable ventricular shunt valve system used to treat hydrocephalus. With this system, valve pressure can be ascertained easily with plain-film radiographs, thus avoiding complications associated with inappropriate pressures. The authors describe the shunt's design and techniques for imaging it, present illustrative cases and outline a strategy for coordinating the care of patients with these shunts.